






 

 

they should be clearly labelled as seats that can be used or must be left empty. If unidirectional 

patient flow is possible, signs (e.g. arrows on the floor) must be used to guide the patients. 

Waiting areas must be ventilated and general air conditioning rules apply. 

 

d) Staff rooms 

Staff must wear a surgical face mask when staying together in a room, the type of mask and 

number of staff that should in one area should be risk assessed as per local hospital policy.  

Physical distancing must be maintained at all times possibly by staggering working and break 

time arrangements.  Rooms must be ventilated and general air conditioning rules apply. Rooms 

used for staff breaks such as eating lunch must be designated for this purpose with the space 

strictly adhering to physical distancing rules. Designated separate staff and patient toilet 

facilities are recommended. 

 

Section 4  Testing room precautions 

a) Air conditioning & Ventilation 

SARS-CoV-2 particles can remain infectious in aerosol and droplet nuclei. Droplet nuclei are 

the residuals of dried droplets and aerosol particles of approximately  to 5 µm in size [69]. 

They can potentially contain viable virus, remain suspended indefinitely in air, and are 

transported over long distances [46]. The duration of infectivity depends on temperature and 

humidity [70, 71]. The exact factors determining the airborne distribution of infective SARS-

CoV-2 particles are as yet unknown.  However, an assumed requirement for airborne 

transmission is the presence of a source subject, patient, or lung function staff, who is in the 

early stages of infection and who is shedding viral particles into the air. Room ventilation helps 

to remove aerosol particles and airborne droplet nuclei. The majority of SARS-CoV-2 airborne 

transmissions have occurred in indoor environments [72], and at least one study has 

demonstrated the significant role of room ventilation in mitigating the airborne transmission of 

SARS-CoV-1 [73]. Although there have been no studies reporting an outbreak of SARS-CoV-

2 in lung function laboratories, the potential risk of airborne transmission of the disease exists 

and may be enhanced by the performance of maximal or forced respiratory manoeuvres [74], 

including in pre-symptomatic patients if appropriate infection control practices are not 

followed. Appropriate heating, ventilation and air-conditioning (HVAC) systems are therefore 

an essential component of the prevention of the airborne spread of SARS-CoV-2 in addition to 

isolation measures, in lung function laboratories.  



 

 

 

In centralised HVAC systems, air enters through an inlet, is filtered to remove particulate 

pollutants and micro-organisms, is conditioned to appropriate temperature and humidity levels, 

and is delivered to each room. A return duct system removes the air and delivers it back to the 

HVAC system. Depending on the settings of the system, a fraction of the returned air is filtered 

to remove contaminants, mixed with fresh filtered outdoor air, and recirculated, with the 

exception of soiled or contaminated zones where all of the return air is exhausted to the outside 

[46]. During SARS-CoV-2 episodes, it is recommended to avoid central recirculation [75].  

 

b) Air exchange rates & Negative pressure rooms  

The pressure inside the laboratory room remains equal to atmospheric pressure, as long as the 

flow of delivered and returned air are equal. In health care facilities, ventilation is expressed as 

air changes per hour (ACH), defined as the returned airflow divided by the room volume 

multiplied by 60. Increasing ACH improves the efficiency of removing airborne particles. 

Another important parameter in preventing the airborne transmission of diseases is the time 

interval between two patient tests directly depends on ACH. Currently, there are no evidence-

based recommendations for ACH in lung function laboratories specifically regarding the 

prevention of airborne transmission of SARS-CoV-2. The American Thoracic Society 

Pulmonary Function Laboratory Management and Procedure Manual [76] recommends 

ventilation rates of at least 6 ACH for the prevention of mycobacterium tuberculosis (TB) 

transmission. However, peak efficiency for particle removal occurs between 12 – 15 ACH  [77, 

78]. In many health care facilities, such rates of ACH may not be achieved. In this case, the 

adequate time required for airborne-contaminant removal should be allowed between two 

patients. A table relating the time required for contaminant removal as a function of ACH is 

available from the CDC in table 3 [79].  In March 2021 the WHO published a Roadmap to 

improve and ensure good indoor ventilation in the context of COVID-19 and healthcare setting 

[80]. 

 

c) HEPA units 

Centralized HVAC systems that cannot provide adequate air removal can be augmented with 

portable, industrial-grade high-efficiency particulate air (HEPA) units [81]. Portable HEPA-

filtered ventilation may be effective against aerosols that travel both long distances as well as 

short ranges [73]. Experimental and computational fluid dynamics studies suggest that when 

coupled with localized exhaust devices, such portable ventilation units can further enhance the 



 

 

overall ability to mitigate exposure in healthcare settings [81]. However, there are no known 

epidemiological studies that demonstrate a reduction in infectious disease transmission. In lung 

function laboratories inside large healthcare facilities with central HVAC units, windows 

should ideally be sealed to reduce the risk of airborne contamination from the outside [82]. In 

smaller healthcare facilities and offices, when air change rates are insufficient, opening 

windows can contribute to indoor air renewal when tests are not being performed. However, 

opening windows exposes to the risk of contamination from the outside, ensures variable rates 

of air exchange, can significantly disrupt indoor laboratory temperature and humidity control 

and may require recalibration of body plethysmographs once the time interval between patient 

examinations is over. Finally, central HVAC systems should be regularly monitored and 

maintained as per national and institutional standards and guidelines, to ensure adequate 

ventilation ACH and indoor air quality. 

 

d) Plexiglass barrier/shield & equipment covers 

Maintaining a physical distance of 2 metres from the patient and use of physical barriers can 

potentially help protect direct droplet transmission and augment the safety of healthcare 

workers [83]. Although droplets from a coughing patient might not directly reach the person 

on the other side of the screen, it will not prevent the transmission of airborne pathogens via 

aerosols. The use of these low cost barriers (see figure 3) might increase the safety perception 

of patients and health care workers and is already widely applied outside the hospitals (e.g. in 

shops, at counters and elsewhere), especially if other safety options are not available. The 

barriers will not help where a patient requires special assistance where physical distancing is 

impossible. The use of disposable covers for the testing equipment have been recommended to 

avoid equipment contamination by aerosol transmission on the proximal side of the exhalation 

port [84].   

 

 

e) Use of body plethysmographs as isolation chambers 

Some professional societies recommend that spirometry be performed inside the closed body 

plethysmograph [85]. Potential environmental contamination occurs when the patients 

disconnect from the filtered mouthpiece and/or coughs.  This option may provide a barrier and 

contains the droplets and aerosols generated within the cabin of the box, however it is advisable 

to consult with equipment providers on how this may impact on measurements. Thorough 



 

 

ventilation and decontamination of the cabin between patients are essential, and replacement 

of the sensor is often advisable depending on the equipment design. 

 

 

Section 5 Lung Function Test procedures during COVID-19 pandemic 

Group consensus on general approaches for consideration when performing LFTs 

All of the following approaches apply to sections 5a) to 5j)  

• Follow WHO advice on effective hand hygiene and patient compliance with cough 

etiquette 

• Utilise effective ventilation strategies to maximise the removal of infective 

microorganisms, and minimise downtime (droplet-pause) between patients 

• Maintain physical distance > 1 to 2 metres if at all possible 

• Use of  physical barriers (perspex/plexiglass) may provide added protection from droplet 

exposure 

• Refer to table 3 for PPE and disposable test filter requirements 

• Minimise exposure time with a patient, especially where >1 meter distance cannot be 

maintained and room ventilation is inadequate 

• Patients capable of replacing their facemasks between test efforts must be encouraged to 

do so, this may not always be possible 

• Always clean the external surfaces of equipment and the test area after the droplet pause, 

and between each patient test 

• Rooms must have adequate clean air ventilation while ensuring adequate temperature 

control for normal functioning of lung function equipment 

 

The following additional approaches apply to sections 5i) CPET and 5j) Bronchial 

challenge testing  

• Vigilant pre-test screening of patients and the use of appropriate PPE as per table 3 

• Consider pre-visit RT-PCR test when screening 

• We discourage the use of re-circulating air-conditioning units and fans, as these will likely 

extend the time potential infective contaminants remain airborne  

• Air-conditioning system can only be used if it does not allow the internal re-circulation of 

air or has some inherent HEPA/UV cleaning capabilities 



 

 

• Negative pressure rooms or knowing the number of air changes per hour (ACH) within the 

testing facility will allow more precise waiting times to be set 

• Testing facilities should be closed off to personnel for a minimum period of settling time 

to allow airborne droplets to settle on surfaces.  Surfaces may then be cleaned with 

appropriate cleaning solutions or via UV cleaning 

5.1 Specific tests 

a)  Spirometry   

Spirometry has an increased risk of transmitting viruses through droplets and aerosol 

generation. This test commonly induces a cough and may produce droplets carrying SARS-

CoV-2 in an infected person even if he or she is asymptomatic. Normal breathing during 

spirometry has recently been reported to generate aerosol sized particles. Researchers detected 

particles generated close to the exhalation port warranting the use of single-use plastic covers 

over exposed equipment parts, and the size of the particles generated warrant the use of N95 

masks and PPE during routine spirometry [1]. They also advised the importance of maintaining 

physical distance from the patient, room air exchange and room turnaround time between 

patients. Another research study showed that small droplet emission varies for different 

breathing manoeuvres performed during LFTs, with very low production during tidal breathing 

and much higher yields during cough and vital capacity (VC) post inspiration. The data suggest 

that the first few breaths immediately following the VC measurement should be exhaled into a 

filter before coming off the mouthpiece, ensuring particles are all exhaled into filters [84]. 

 

Consensus: Spirometry tests must be carried out using a high efficiency in-line filter. The risk 

is only reduced while the patient remains breathing on the mouthpiece. End all spirometry 

manoeuvres with 2 to 3 tidal breaths before instruction to remove themselves from the 

mouthpiece. The patient must be advised to replace their facemask without delay between 

trials. Protective covers can be used to reduce contact transmission. Refer to figures 2 and 3 for 

more information. 

 

b)  Drug delivery as part of bronchodilator response testing  

Airway delivery of bronchodilators to assess bronchodilator response is a common procedure 

and various techniques are used. Most commonly, bronchodilators are delivered with pressured 

metered dose inhalers (pMDI) with or without additional spacers or valved chambers. Current 

ERS guidelines recommend the pMDI and valved chamber combination. Although this 



 

 

equipment is designed for single-patient use, many reuse a common canister which is cleaned 

and disinfected between patients. During the pandemic cleaning and disinfection of 

mouthpieces, spacers and chambers are critical for infection control. Although the generation 

of patient-derived bioaerosols during pMDI use, has not been directly explored, indirect 

evidence supports this concept. In healthy subjects, a single deep inspiration (as performed 

when using a metered-dose inhaler) followed by deep exhalation leads to a 4-fold increase in 

the number of exhaled bio-aerosol particles originating from distal airways [86]. Thus, pMDI 

delivery may not be considered a low-risk procedure for healthcare workers, and it is suggested 

that staff be equipped with appropriate PPE when SARS-Cov2 community transmission is 

prevalent.  

 

Alternatively, dry powder inhalers (DPI) or nebulisers may be used. Depending on the 

technique used, contamination of the environment can occur especially for nebulised drugs 

where the aerosol can be delivered directly to the environment and indirectly by exhalation of 

aerosol that was inhaled but did not deposit in the airways. Importantly, inhaled drug delivery 

may also be related to contamination of the environment with bio-aerosols that originate from 

the patient and carry infective potential. SARS-Cov2 has been reported to be viable for at least 

3 hours following nebulisation using a jet nebuliser [87]. 

 

Consensus: Use of valved chambers/spacers with a pMDI is preferable to nebulisers for 

bronchodilator administration as part of reversibility testing during high prevalence. Careful 

and rigorous decontamination of all reused equipment is advised.   

 

c) Lung volumes /Body plethysmography 

There are several methods of measuring static lung volumes including multiple breath gas 

washout/dilution systems or body plethysmography systems. Most gas washout/dilution 

systems, like Helium dilution technique, Oxygen, Nitrogen, or SF6 wash-in/washout technique 

are performed with a bacterial/viral filter in place. The measurement requires normal breathing 

and mostly passive manoeuvres. In the case of body plethysmography, the patient is sitting in 

a closed environment (non-ventilated) box. There are periods between measurements where 

the patient is not breathing on the filter/mouthpiece so breathing unfiltered inside of the box. 

 

Consensus: Use a high efficiency inline filter when performing any lung volumes testing. End 

all vital capacity manoeuvres with 2/3 tidal breaths before removing the mouthpiece. The body 



 

 

plethysmograph can be contaminated and must be cleaned carefully and appropriately while 

wearing PPE.   

 

d)  Diffusing capacity/ Transfer Factor 

The gold standard test is the Diffusing capacity by a single breath technique. This test involves 

the inhalation, breath-hold, and exhalation of special mixed gas.  It does not necessarily require 

a forced effort, however, sometimes patients can cough if the inhalation of the test gas is too 

fast. 

 

Consensus: Use a high efficiency inline filter when performing the diffusing capacity test. End 

all vital capacity manoeuvres with 2/3 tidal breaths before removing the mouthpiece.  

 

d) Exhaled Nitric oxide tests 

FENO 

Measurement of exhaled Nitric Oxide (FENO) requires an exhalation against a resistance whilst 

breathing through a viral/bacterial filter. To measure bronchial production of NO, the patient 

inhales up to total lung capacity, then exhales at a 50 ± 5 mL.s-1 flow. This manoeuvre does 

not require a forced or a maximal expiratory effort. 

 

Consensus: Use an inline filter when performing this test.  

 

Nasal NO 

All methods of testing involve air sampling in one of the nostrils via an olive insert with the 

other nostril free of any obstruction. A microbial filter must be placed between the olive and 

the sampling line or the sampling line must be discarded/disposed after each patient. The 

recommended respiratory manoeuvre performed during nasal NO measurement involves an 

exhalation against a resistance, whilst keeping the soft palate closed. 

 

When the patient exhales against a resistance into the NO analyser, the manoeuvre is similar 

to that of FENO measurement (inline filter). When the patient exhales outside the NO analyser 

(independent resistance) or performs alternative respiratory manoeuvres (breath holding, tidal 

breathing) the expiration is performed without a filter. 

 



 

 

Consensus: An in-circuit (sampling line) filter must be used for this test. If it is not possible to 

use a filter, the circuit must be discarded. If exhalation does not occur through a filter, it is 

important to maintain physical distance and minimise exposure time.  

 

e)  Oscillometric assessment of respiratory mechanics 

Oscillometry, also called Forced Oscillation Technique (FOT), consists of the application of 

an external oscillatory pressure signal superimposed on spontaneous breathing, while 

measuring the resulting flow and pressure response of the respiratory system. The technique 

allows measuring respiratory input impedance at multiple frequencies. Although referred to as 

“forced oscillation”, this technique is a tidal breathing method and does not require forced 

respiratory manoeuvers.  

 

Consensus: Use a high efficiency inline filter when performing this test.  

 

f) Capnography is defined as the non-invasive measurement of the partial pressure of 

carbon dioxide (CO2) in exhaled breath and is expressed as the CO2 concentration over time.   

Although capnographs are used to measure CO2 during spontaneous breathing and/or normal 

ventilation, they can also be subject to high flows (e.g. during coughing or hyperventilation of 

a patient)  

 

Consensus: An appropriate in-circuit filter must be used.  

 

g)  Respiratory Muscle Pressures/Sniff test 

These tests require maximal inspiratory and expiratory mouth or nasal pressure measurement. 

These manoeuvres can also induce coughing afterwards since pulmonary stretch receptors are 

triggered.  During the test, there is an increased risk of air leakage at the mouthpiece. A flanged 

mouthpiece is typically used however an inline bacterial/viral filter must be used to prevent 

cross contamination.  

 

Consensus: A flanged mouthpiece is typically used however an inline bacterial/viral filter must 

be used to prevent cross contamination.  

 

The Sniff measurement cannot be performed with a nasal filter, and one nostril remains open, 

thereby opening up a pathway for aerosol spreading. 



 

 

 

Consensus: Use disposable nasal olive and tubing. Maintain physical distance and minimise 

exposure time.  

 

h)  6 Minute walk test (6MWT)  

This test requires a submaximal level of exertion, and sometimes, in patients with chronic 

respiratory failure, a maximal level of exertion. The best measure to decrease transmission is 

by using a face mask [88]. The impact of wearing a face mask when walking has been evaluated 

in both patients and healthy subjects. Wearing a surgical mask does not reduce the distance 

covered in a 6-minute walk test but alters the sensation of breathing effort in healthy subjects. 

The performance of a 6-minute walk test in patients with active SARS-CoV-2 infection should 

be duly justified given the risk of interpersonal transmission.  

 

Consensus: 

• The corridor must be low traffic and have natural ventilation 

• The patient must wear a surgical mask during the entire test.  

• For patients who cannot tolerate a surgical mask (due to severe lung disease), an alternative 

option is a plastic face visor, however, extra precautions must be taken to protect staff i.e. 

extra PPE must be worn by staff conducting the test. 

 

i)  Cardiopulmonary exercise tests (CPET) 

Cardiopulmonary exercise testing (CPET) is an important tool in the identification of 

differential diagnosis, response to interventions, and risk stratification for surgical procedures. 

Resting assessments poorly identify exercise associated pathophysiology and so the delivery 

of CPET services is essential. However, these services must be delivered safely for both the 

patient performing the test and the staff coaching the patient. During CPET the patient is 

breathing at ever increasing ventilation rates without the exhaled breath being filtered. The 

potential, therefore, to produce infected droplets will increase the risk of both airborne and 

surface transmission and needs consideration regarding the potential for protracted viral 

shedding ( i.e. the test lasts >10 min). Appropriate mitigation strategies are required to ensure 

that CPET can be conducted safely and without posing a risk of transmission and infection. 

The use of bacterial/viral filters that are routinely used in other lung function tests have been 

postulated as a potential option to further mitigate risk associated with CPET. These filters 



 

 

have an inherent resistance to exhalation and inhalation, but this is very low in relation to the 

expiratory and inspiratory flows. At high ventilation associated with maximal exercise the 

likely resistance is still relatively low and would be unlikely to impact exercise performance. 

The issue associated with the use of such filters on exercise is the water vapour in the exhaled 

breath which will likely saturate the filter as the exercise test ensues, thus leading to increased 

resistance to ventilation and impacting exercise performance and dyspnoea, especially in 

patients with anomalies in ventilatory mechanics. A PhD thesis of 2012 [89] outlined a trend 

towards significance of the increase in ventilation at peak exercise in the presence of a filter 

but this aspect needs to be verified and validated in further larger studies involving patients and 

not only healthy volunteers. More recently researchers have confirmed the deleterious effects 

of using filters during CPET and the impact on measurements and interpretation of results [90]. 

We therefore advise extreme caution when considering the use the bacterial/viral filters 

manufactured specifically for lung function testing as filter exhalation during a CPET. 

 

Consensus: 

Single-use masks, sensors, turbines, and gas lines to prevent transmission from the repeated 

use. See introductory consensus notes 5a) to 5j)  

 

j) Bronchial challenge tests  

Measures to avoid cross contamination during inhaled drug delivery in the LFT setting 

For a variety of reasons, doing a bronchial challenge test (BCT) on someone who might have 

COVID 19 would have to be considered a high transmission risk. Thus, as in all medical 

interventions, this risk must be considered in relation to the benefit to be gained from BCT in 

each patient. Basic pre-test screening for COVID 19 exposure or symptoms, as appropriate for 

any current lung function service encounter, should be done and, if available, coronavirus 

testing would be desirable. In a patient known to be COVID19 positive, the risk of transmission 

would be greatly elevated and the benefit of the test reduced because respiratory viral infections 

may cause a positive BCT, so there would be little point in proceeding. Risks of respiratory 

disease transmission during testing can be mitigated slightly by equipment choices but will 

depend on appropriate personal protection equipment (PPE) and adequate room ventilation. 

 

Where possible communication exists between the airway opening, either mouth or nose, and 

the reservoir of a jet nebuliser, due to drooling or just secretions from the mouth or nose, if the 

subject has COVID 19, the reservoir must be considered contaminated. Hence any aerosol 



 

 

generated will contain infective particles.  During SARS in 2002/2003, an outbreak in a 

crowded ward in Hong Kong was linked to jet nebuliser use. This is almost certainly due to the 

nebulisation from a contaminated reservoir of the nebuliser and the close proximity of the other 

patients. This risk can be mitigated to some extent with the use of a vibrating mesh nebuliser 

where the reservoir will not come in contact with any patient secretions [91] but high quality 

filters on the expiratory limb of the nebuliser setup should be considered mandatory. 

 

Another issue is that many subjects cough when performing the test. This usually means taking 

the nebuliser out of their mouths so that aerosol can enter the environment rather than passing 

through the filter on the expiratory limb of the equipment. Hence both infected droplets from 

the coughing subject or from the contaminated reservoir may enter the environment. Nebulisers 

with a contaminated reservoir that continuously produce aerosol during both the expiratory and 

inspiratory phase will nebulise directly into the environment if removed from the mouth. Breath 

activated nebulisers that cease nebulisation when there is no inspiratory flow through them, 

may offer some advantage. The aerosol that entered but did not yet deposit in the anatomic 

dead space of the subject or the device will be expired into the atmosphere. While breath 

activated nebulisers will reduce the amount of aerosol emitted during the expiratory phase, it 

is not reduced to zero [92]. 

 

It is becoming recognised that COVID 19 virus particles are infectious not only as droplets, 

but also in the airborne phase analogous to that of other diseases such as tuberculosis. There 

are good data to suggest that droplets of 5 microns or less are likely to penetrate below the 

vocal cords if inhaled and most nebulizers are designed to produce an aerosol with this particle 

size. Hence small contaminated droplets will be released into the environment and, if still 

infective after the aqueous carrier has evaporated, will remain as a hazardous suspension for a 

significant period of time. This would imply that the ventilation standards currently in place 

for the prevention of the spread of diseases such as tuberculosis or measles would be required 

during a bronchial provocation test. At the very least for PPE, this would require the equivalent 

of an N95 tight fitting mask and face protection to prevent droplet spread to the eyes of the 

staff. Even more protection would be given by a positive pressure hood such as is the case for 

those doing bronchoscopy with subjects with a suspicion of tuberculosis.  

 

  



 

 

Consensus:  

Use breath actuated nebulisers with single use filters on the expiratory port of the nebuliser. 

See introductory consensus notes 5a) to 5j) 

 

Mannitol Challenge and other bronchial challenge tests 

Mannitol may cause significant cough and/or throat irritation in some individuals [93].  Cough 

is a common side effect of mannitol challenge tests possibly due to the combination of the low 

resistance device, and a high inspiratory flow, and can result in cough through a mechanical 

cough reflex due to oropharyngeal deposition of the mannitol [94]. In a phase III study 

investigating the safety and efficacy of inhaled mannitol as a bronchial challenge test, cough 

occurred in 535 of 592 (of whom 91 were non asthmatic) subjects. In some cases, cough was 

so severe that the test had to be delayed (one in seven subjects), or even ended prematurely (1 

in 100 subjects). Therefore this test has a high risk of virus transmission, should be managed 

as a higher risk AGP and conducted only in a ventilation controlled room. PPE as per table 3 

should be used. 

 

Exercise provocation, eucapnic voluntary ventilation (EVH) and cold air challenge tests require 

strong stimulus test targets such as high ventilation rates to induce bronchoconstriction [95].  

The stimulus is also delivered continuously over several minutes. There is currently no reported 

evidence on the use or impact of filters during these tests. A common side effect of these tests 

is cough due to the osmotic changes induced by the strong stimulus applied. There is also a 

high chance of hypersalivation and environmental contamination with EVH and cold air tests. 

Consequently, these tests have a high risk of virus transmission, should be managed as an AGP, 

and conducted only in a ventilation-controlled room.  PPE as per table 3 (Bronchial challenge 

testing) should be used. Cough, which is commonly associated with inhalation of 

bronchoconstrictor agents, may also contribute to bio-aerosol generation. Therefore, airway 

drug delivery carries the risk of exposure to patient-derived bioaerosols and thus carries a risk 

of infection for healthcare workers.  

 

Consensus: See introductory consensus notes 5a) to 5j) 

 

 

 

 



 

 

Section 5.2  Filters 

a) Lung Function test filters 

Selecting the appropriate filter requires conformance with several different criteria including; 

type, efficiency, cost, performance, impact on deadspace and calibration [95]. The filter 

manufacturer must provide written documentation of this information ideally with independent 

verified test data. International and national guidelines suggest that the resistance of the 

circuitry of an instrument including the filter should be < 0.15 kPa.L-1.s-1 [96]. The final 

consideration when deciding the appropriate filter type is the size of the particle that is trapped 

by the membrane. Knowledge of the magnitude of airborne pathogens in comparison to other 

particles that may be inhaled from the air can be related to the grade of filter that is necessary 

for the protection of equipment from a pathogen. In lung function systems, the filter with a 

total circuit resistance that complies with international and national standards and provides the 

greatest protection should be used.  Equipment calibration must be carried out with the filter in 

place [97]. 

 

Filtration Efficiency related to Spirometry Filters’ membrane: 

Front-end filters - Single use bacterial/viral inline filters that meet international standards of 

filtration performance should be used for each patient [98]. Filters must have been tested with 

viral sized particles that are smaller than SARS-CoV-2, i.e. <0.8 microns. Given that high peak 

expiratory flows in the range of 400 to 700 L.min-1 are generated by adult patients during 

spirometry, filters must have been tested at a continuous high expiratory flow for a period of 

time to demonstrate a minimum proven viral filtration efficiency of at least of 99.9% to reduce 

at minimum the “cross-contamination” risk. Some filter manufacturers have tested their filters 

for between 2 min and 5 min, this type of information can be provided by the manufacturers. 

Each laboratory should confirm with manufacturers that filters adequately protect against 

SARS-CoV-2 sized viral particles.  

 

b) Nebulisers and Dosimeters filters for methacholine challenge tests 

Back-end filters - The specification of the high efficiency filters is important e.g. compliance 

with NaCl filtration standard ISO 23328-1, bacterial and viral filtration efficiency, 

pressure/flow resistance, and water retention.  Filter efficiency should be checked for both dry 

and wet conditions. Flow resistance must be based on ISO 9360-1:2000 and water retention. 

Note that most currently used filters are tested with salt aerosol at a penetrating aerosol size of 



 

 

approximately 0.3µm and a flow of 30 L.min-1, and a range of different particle sized aerosols 

consistent with SARS-CoV-2.   

 

Section 6 Management of special populations 

Many attending for tests are often vulnerable patients who require special consideration and/or 

urgent evaluation.  Infection prevention and control is crucial for all patients but especially for 

particular patient groups. These patients are often accompanied by other persons (parent, 

caregiver, or interpreter). Accompanying persons/chaperones must also undergo triage if they 

are required to enter the testing area, wear facemasks, and comply with physical distancing 

rules. When a patient is undergoing advanced tests such as CPET and bronchial challenge tests, 

accompanying persons must also wear appropriate PPE and comply strictly with physical 

distancing. A risk assessment may also be required. 

 

a) Paediatrics 

A paper published by an international expert paediatric group [99] discusses the particular 

precautions commonly used in paediatric lung function services. They provide detail specific 

to paediatrics on test preparation, testing rooms, LFT procedures, and aerosol generation, 

testing personnel, tidal breathing techniques, proposed long term changes to practice, test 

indications, considerations for specific patient groups e.g. patient with Cystic Fibrosis (CF), 

home testing for CF patients, and directions for the future.  

 

b) Elderly  

Patients aged over 65 years have been identified in the high risk of severe and critical course 

of COVID-19 group, some burdened by comorbidities. The case-fatality rate due to COVID-

19 is significantly higher than in the general population [100, 101]. Thus, lung function testing 

in elderly individuals should be assessed carefully. The urgent/essential clinical circumstances 

for lung function testing need to be discussed with the clinician in terms of benefit/risk balance 

and if so, performed with extreme precautions. 

 

c) Lung cancer and surgery patients 

Lung function services have mostly continued for cancer diagnosis and therapy/surgery. 

Although in the first wave, fewer patients presented to their primary care doctors with 

suspicious symptoms related to cancer, patients are encouraged to seek treatment as the 



 

 

hospitals have restarted services in the safest manner possible. Patients attending for LFTs are 

prioritised and extra precautions are followed dependent on the patient circumstances. 

 

 

d) Immunocompromised patients 

Special considerations must be given to patients with compromised immune systems.  Prioritise 

patients who urgently require testing to the first appointment of the day, use of a separate 

waiting area or take patients directly to the testing rooms is advisable. An assessment of risk to 

the patient may be necessary and consideration of alternative testing options be considered, see 

figure 2. 

 

e) Post COVID-19 rehabilitation 

Lung function is an important part of patient evaluation in post COVID-19 disease [102]. 

Studies to optimise rehabilitation might require serial lung function measurements. Priority 

must be given to this patient group based on post infection wait times for LFTs as discussed in 

section 2c.  

 

 

Section 7 Testing outside the hospital 

Spirometry in the community and primary care 

Spirometry is the most common lung function test performed in the community (e.g. primary 

care, occupational health) and carries the same risks as hospital based spirometry (indoor 

testing). There are some important factors to consider: 

• In the past, the use of disposable flow sensors has been considered a very safe way of testing 

however now the risk of potential contamination through the expiratory airflow is high. 

Some manufacturers have developed a filter solution in response to the requirement and 

where available they must be used.  

• In the community setting the testing rooms are not often a suitable size or equipped with 

an adequate ventilation system. Until there is a clear understanding of the infective 

transmissibility of SARS-CoV-2 we endorse a precautionary approach and to follow the 

many national or institutional recommendations of indoor testing and requirements for PPE 

and room ventilation.  



 

 

• If spirometry cannot be performed for the reasons mentioned above the patient might have 

to be referred to the hospital laboratories with the necessary facilities. 

• Another option to consider is “in-car” spirometry, similar to in car COVID-19 PCR testing. 

This outdoor testing approach was introduced in the UK for the continuity of spirometry 

services [50]. Many patients express a fear of attending the hospital for tests and this offers 

the patients an option to be tested in their own car, where they may feel safer. This option 

has its difficulties e.g. obtaining accurate height measurement, does the car seat offer the 

correct sitting position and it is weather dependent. Positives are that it allows for continuity 

of service, no restrictions on physical distance from the patient during testing and does not 

impact on hospital accommodation.  

 

Section 8  Telemedicine /Video coached spirometry 

The traditional practice of medicine around the world was transformed due to COVID-19 and 

public and private providers were forced to rapidly adapt and continue to deliver care using 

innovative solutions. LFTs are not exempt from this trend, in fact several spirometer companies 

were already prepared and had products ready to offer to the telemedicine market. Some of 

them are specifically designed for connected health applications with other sensors and 

applications, such as SpO2, ECG, and 6MWT. Since telemedicine allows lung function 

measurements (with or without video instruction) at home  this is a safe application to prevent 

the spread of the virus but it requires trained patients, sufficient devices, and a safe platform 

for immediate and continuous updates to the clinician about lung health trends.  Although this 

option has proved helpful during the peak phases of the pandemic it was demonstrated in a 

recent study that telemedicine home tests of vital capacity were poorly correlated to lab based 

measurements thus should not be used as a permanent replacement for performing LFTs [103]. 

 

Section 9 Patient Information 

The European Lung Foundation (ELF) stresses the need that patients continue to have their 

health needs met as before COVID-19 pandemic [104]. It is therefore of utmost importance 

that regular appointments can go on safely, or be rescheduled to a safer time, or take place via 

for instance telephone or video call. A hospital and the lung function laboratory must be safe 

environments for each patient so appropriate care can be delivered at all times.   

 

 



 

 

Section 10 Conclusion  

In this document, we have provided an expert group consensus on the performance of LFTs in 

the period of COVID-19. We anticipate this consensus may also be relevant for any future 

respiratory pandemic. We have presented an overview of operational and environmental issues. 

For individual tests, we have provided our consensus on specific test requirements, the personal 

protection equipment that is advised, and how cleaning should be prioritised.  

This virus has highlighted how vulnerable a health care system is and forces us to re-think 

which tests are necessary under pandemic situations, and whether they are essential to patient 

care. If so, then how can tests be prioritised and safely performed while also ensuring the safety 

of the patient as well as the healthcare worker. In the past, hospitals were built to safely deal 

with a patient suffering from pulmonary disease such as tuberculosis, but the current situation 

shows that for COVID-19 patient management systems must be improved.  

Lung function procedures might therefore be altered in the future to make them safer in 

preventing the transmission of disease via contact, droplet and also aerosol production and 

contamination. It might have far reaching effects for instance in the ventilation and filtering 

demands of hospital rooms, waiting areas, and also affect cleaning procedures. A suggested 

pathway for LFTs with precaution is detailed in figure 4.  
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Figure 1: The consensus statement process and timeline 

  



 

 

 

 

 

 

Figure 2: Workflow for Spirometry during COVID-19 era 

  



 

 

 

 

    
 

Figure 3: a) An extraction hood positioned immediately over the dosimeter/nebuliser.  b) Large 

Protective screen on casters, separating patient from staff, providing some droplet protection 

if the patient coughs. 

  



 

 

 

 

 
Figure 4: Lung Function testing pathway with precautions during COVID-19 pandemic 

 

 


